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UserID b_pa1   SampleID b_pa1_16_024   SupervisorID holam   Lab Phone No. 18011   Slot Number 10

PC                 1.00
GB                    0
LB                 0.30 Hz
SSB                   0
WDW                  EM
SF          400.1300000 MHz
SI                32768
SFO1        400.1322007 MHz
PL1W         7.14868307 W
PL1                1.50 dB
P1                14.00 usec
NUC1                 1H
======== CHANNEL f1 ========

TD0                   1
D1           1.00000000 sec
TE                298.2 K
DE                 6.00 usec
DW              104.400 usec
RG                228.1
AQ            3.4210291 sec
FIDRES         0.146157 Hz
SWH            4789.272 Hz
DS                    2
NS                   16
SOLVENT           CDCl3
TD                32768
PULPROG            zg30
PROBHD   5 mm PABBO BB−
INSTRUM           av400
Time              13.45
Date_          20160510
PROCNO                1
EXPNO                 1
NAME       b_pa1_16_024


